0.20 ; ; : : : 40.0

SUPERVISOR TEST Alcohol (g/210L)

0,18+ ----- Flow Rate(L/M) “.hménmmm. : ......... i 36.0

WASHINGTON CO. E ! ; | ;
SHERIFF'S OFFICE OIS I IS i e) _____________ ; e — fenm e 32.0
DATAMASTER dmt: 100284 ; i i

OPERATOR NAME: 0 3 Db e J o 4.0
MATTHEW K JACKSON .

Permit #: 40078 5 5 ;
Operator Agency/Dept: WASHINGTON CO. SO 0.10~ : I e
Reference Standard #: 21020 : : i

) = D M g e ni s e e B s R R e e s 16.0
Nominal = 0.10 g/210L
R B e e o A B L B 12.0
BLANK TEST 0.00 06:22
INTERNAL STANDARD VERIFIED 06:22 P e, TS SR . N i3
REFERENCE STANDARD TEMP 34.00c b '
REFERENCE STANDARD 0.10 06:22
BLANK TEST 0.00 06:23 0.02}prrrmmn s A dyin
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.1 06:23 0. ool i ; i ; ; 0.0
BLANK TEST 0.00 06:24 o 5 io 15 20 25 30
REFERENCE STANDARD TEMP 34.00c 0.20 i ; ! ! 40.0
BLANEK TEST 0.00 D6:25 frippl e stise Flow Rate(L/M) |l ; 36.0
B igh sl s S S e s e s i R R 32.0
o I | ORIV S S storss S st DI S o N S T
R LR e, P T AT RO G ST, SRR T NSRS 1 O PRI 24 .0
0
0.

Aicoholtg!ZiOL} i
DTkt Flow Rate[L/M] |-sdmimmms ; S G
oI - s s ----- 32.0
e ) LA Ml B T Ve S 428.0
IR - L 24.0
T S NSRS SERUI R A sl 06,6
o By LR e R S S U - SO | DIOUORORUI.| UURUUR 0. - RO 16.0
T 1 o UGBS PSS PRPRres | NSRS SR 12.0
eI o] o e T S SOt L (e T, (S S 8.0
e S B S P Y S R b S Sl st S ST 4.0




